
February 27,2008 

Ms. Elizabeth O’Donnell, Executive Director 
Kentucky Public Service Commission 
2 1 1 Sower Boulevard 
Frankfort, KY 4060 1 

RE: Sample Meter Test Plan - Annual Report 
Case No. 2004-00121 

Dear Ms. O’Donnell: 

Atrrios Energy Corporation (Company) herewith submits its 2007 annual report for the 
Sample Meter Testing Program to be in compliance with the Commission’s Order in the 
above referenced case. The Company continues to be pleased with the results of this 
program. 

Please contact myself at 270.685.8024 or Barry Wiggington and 270.685.8171 if the 
Cornrnission or Staff has any questions regarding the enclosed report. 

Sincerely, 

Mark A. Martin 
Vice President, Rates & Regulatory Affairs 

cc: Faud A. Sliarifi 
Ernie Napier 
Barry Wiggington 
Bruce Tucker 

Enclosures 

Atmos Energy Corporation 
2401 New Hartford Road, Owensboro, Kentucky 42303-1312 
P 270-685-8000 F 270-685-8052 atmosenergy.com 

http://atmosenergy.com


February 20,2007 

ATMOS ENERGY KENTUCKY DIVISION 
2007 METER SAMPLING ANNUAL, WPORT 

Atmos Energy Kentucky Division completed the ninth year of its statistical sampling of 
their meter populatioii with the following results: 

A total of 5,857 meters making up 57 meter families were sampled. All meter families 
were tested in accordance with the sampling as set forth in the Kentucky Public Service 
Commission’s Order (Case Number 99-059) dated August 24, 1999. 

The meter sampling program is proving to be excellent for both the company and the 
customers. The customer and the company benefit for the same reason; poor performing 
meters will be identified and removed from service. This allows quality meters to stay in 
service for an extended length of time. 

Attached are the results of the 2007 meter sampling program. It shows all nieter groups 
passed. 

Should you have any questions, please call (270) 685-8 171 

Sincerely, 

‘Barry Wiggintoil 
Manager, Compliance 
KYUvfid-States Division 

Attaclvneiit 



2007 ATMOS ENERGY KENTUCKY METER SAMPLING RESULTS 

Family Codes 
AC250E 
AC250F 
AC250F89 
AC250G 
AC250G95 
AC250H 
AC250H03 
AC250G098 

ALI 75A 
AL175B 
AL175C 
AL175D 
AL175E 
AL175F 
AL175G 
AL175H 

Total Mtrs in Total Total Failed Total Rejects 2007 Family 
Family Sampled Meters Allowed Status 

2918 125 4 15 Passed 
10692 200 1 22 Passed 
2604 125 
9307 200 4 22 Passed 
9933 200 5 22 Passed 
7790 200 10 22 Passed 

10300 300 0 22 Passed 
861 3 200 5 22 Passed 

3321 200 11 22 Passed 
5758 200 11 22 Passed 
4841 200 7 22 Passed 
8890 200 9 22 Passed 
943 80 0 I 1  Passed 

11 3 0 1 Passed 
8393 200 8 22 Passed 
3602 200 4 22 Passed 

0 15 Passed - 

AL225A 21 
AL225B 122 

0 2 Passed - 5 
20 0 4 - Passed 

AL425C 
AL425D 
AL425E 
AL425F 
AL425G 
AL425H 

90 13 0 3 Passed 
350 50 2 8 Passed 
138 20 0 4 Passed 

4 Passed 152 20 0 
949 80 0 11 Passed 

1719 125 4 15 Passed 

~~ 

L250 281 0 125 1 15 Passed 

R175A 341 1 200 10 - 22 Passed 
R175B 4310 200 10 22 Passed 

R175G 
R175H 
R200C 
R200D 
R200E 
R200G 
R200H 

86 13 3 Passed 
494 50 3 8 Passed 
690 80 5 11 Passed 

7500 200 I 1  22 Passed 
2450 125 7 15 Passed 
620 80 1 11 Passed 

1319 125 4 15 Passed 

R250A 
R250B 
R250H 

355 50 6 '  8 Passed 
86 13 0 3 Passed 
5 2 1 1 Passed 

I I 

R275E 2876 125 
R275F 3622 200 
R275G 4022 200 ry Passed 

22 Passed 



2007 ATMOS ENERGY KENTUCKY METER SAMPLING RESULTS 

Total Mtrs in 
Family Codes Family 

R275G97 9234 
R275H 8581 

Total Total Failed Total Rejects 2007 Family 
Sampled Meters Allowed Status 

200 7 22 Passed 
200 2 22 Passed 

R415A 
R415B 
R415C 
R415F 
R415H 

S250 

AL800C 
AL800D 
AL800E 
AL800F 
AL800G 
AL800H 

R750 

ALI 000 

272 32 0 6 Passed 
164 32 I 6 Passed 

4 3 1 1 Passed 
~ 14 3 0 1 Passed 

18 5 1 2 Passed 

2599 125 0 15 Passed 

13 3 0 1 Passed 
120 20 0 4 Passed 
150 20 0 4 Passed 
81 13 0 3 Passed 
22 5 0 2 Passed 

468 50 2 8 Passed 

228 32 4 6 Passed 

663 80 1 11 Passed 


